Abstract: This paper describes the validation of the method for determination of total mercury in
INTRODUCTION
In demand of new alternatives for energy and raw materials, the green petroleum coke (GPC), or just green coke, appears as an interesting option since it can be used as fuel, electricity production, metallurgical industries and also in manufacturing graphite electrodes. GPC is a petroleum byproduct and comes in four basics shapes: green coke (steel grade and anode grade), calcined coke, fluid coke and flexicoke [1, 2, 3] . However, to be used as raw material, it is necessary to evaluate the GPC quality to assure human health in its handling and environment issues through the determination of trace elements such as mercury [1] .
Mercury (Hg) naturally occurs in crude oil and gas condensates, in concentration ranges of 0. 1 -20 .000 ng g -1 and 10 -3000 ng g -1, respectively, depending on geological location. This element causes a direct negative impact on the petroleum industry [5, 6, 7, 8] and it is present in GPC. In addition, Mercury is highly toxic, occupying the third position in a list of 275 most dangerous substances, organized biennially by the Agency for Toxic Substances and Disease Registry (ATSDR) [9] .
The applicable methods to GPC for some trace elements are indicated by the American Society for Testing and Materials (ASTM), but do not determine total mercury [1] . Besides the literature reports works developed for the determination of total mercury, inorganic mercury and methylmercury in several matrices and techniques [4, 10 -24] , but in matrices such as GPC is a field to be investigated, requiring a validated method.
About the quality of the analytical results, there are requirements concerned the test results taking to mandatory validation, mainly for new proposed methods. Such requirements follow international directives, based on quality standards for test and calibration laboratories. Among these directives, there are detailed documents bringing steps to validate test methods [25, 26, 27] , aim to improve the quality-assurance scheme of laboratories [28] , through traceability and uncertainty of measurement of analytical results [29] . Therefore numerous regulatory bodies such as Food and Drug Administration (FDA), International Union of Pure and Applied Chemistry (IUPAC), International Conference on Harmonization (ICH), Clinical and Laboratory Standards Institute (CLSI), International Organization for Standardization (ISO) and European Commission (EN), have validation criteria that must be met [30] .
Given the need to validate a method for the determination of total mercury in GPC, we propose the validation of the method already developed [31] , where an adequate sample preparation, together with the Cold Vapor Atomic Fluorescence Spectrometry (CV AFS) technique proved to be useful, adequate and accessible. The validation parameters were evaluated as accuracy, precision, linearity, limit of detection, limit of quantification, sensitivity, application range and uncertainty of measurement [32] [33] [34] [35] , in order to validate the methodology. The uncertainty of measurement obtained for both certified reference material (BCR 181) and GPC samples it was utilized for a better evaluation of the analytical performance of the proposed method. The method validation has been done to fulfill the validation protocol and evaluate the analytical performance. In addition, the uncertainty of measurement was evaluated with the mapping of error sources.
MATERIALS AND METHODS

Instrumentation
To measure GPC samples and BCR 181 masses, a balance with approximation of 0.0001 g (AG 204, Mettler Toledo, CH), was used. To prepare GPC samples and BCR 181 microwave oven model Ethos Plus (Milestone, IT) was used to carry out the treatment in Teflon vessels. All studies for determination of total mercury in petroleum GPC samples and BCR 181 were carried out in an atomic fluorescence spectrometer Mercur Duo Plus from Analytik Jena (Jena, DE). The instrument is equipped with an mercury low pressure lamp (UVU5) using the main mercury line at 253.7 nm, which is applied for excitation of mercury atoms. The photomultiplier voltage was set up at 353 V. Two enrichment stages through gold and platinum collectors (AuPt10) are possible to be used. A PEEK reactor in an incidence angle of 90° between sample/acid and reducing agent was utilized to accomplish the mixture of the sample and reactants, achieving the mercury vapor formation. It is extracted in a gas/liquid separator and dissolved in a membrane using argon (White Martins, SP, BR, 99.997% purity) in counter flow (10 mL.min -1 ). This method is described in an earlier study [31] .
Reagents, Standards and Samples
The chemicals used in the studies and determinations were analytical grade. High purity water with a resistivity of 18.2 MΩ cm was deionized in a Milli-Q system (Millipore, Beadford, MA, US), and applied for the preparation of all samples and solutions. , Community Bureau of Reference, Brussels, BE), has been used in the development of this work. Ten petroleum GPC samples from refining industry were analyzed to test the proposed conditions.
Samples Preparation and Analytical Procedures
The green petroleum coke was retted in an agatha mortar, then crushed in a ball mill (MM200, Retsch, US), and sieved to obtain a fine powder with particle size smaller than 85 µm. Approximately 100 mg of sample was used for the mercury determinations.
Digestion procedure assisted by microwave was carried out using the mass of BCR 181 (0.100 g), directly weighed into the microwave vessels. The reactants (4 mL HNO 3 , 1 mL HCl and 0.5 mL HF) were added and submitted to the microwave program [31] . After digestion program the mixtures were quatitatively transferred to polyethylene tubes and brought to a final volume of 50.0 mL with purified water. At the end of the pocedure, solid particles remained in all solutions, and the same dilution procedure applied to the supernatant of the extracts was used for the digested sample solutions before the measurements by CV AFS.
To promote the mercury vapor generation the sample, HCl and the reducing agent were continuously inserted in instrument by a peristaltic pump through three different tube lines and mixed inside the PEEK reactor. The resultant mixture was transported to a gas-liquid separator where the generated vapor of mercury was extracted from the solution and carried by a argon flow to a Au-Pt trap. After the thermal realese the fluorescence signal was measured. The whole procedure is described in a previous work [31] . Table 1 shows the validation protocol for mercury determination. The chosen parameters and metodologies have been evaluated in accordance with suitable protocols, as well as the acceptance criteria [36] [37] . The uncertainty of measurement was studied following international guides [38] [39] [40] . We can highlight the use of uncertainty data, which allows the use of the Normalized Error Test (NET) -a tool to evaluate the accuracy [32] :
Validation Procedures and Uncertainty of Measurement
Where: NE is the Normalized Error; is the measured Hg content in the sample; is the reference value (n this work, the BCR 181 Hg content); 2 is the uncertainty of reference material (in this work, BCR 181 uncertainty); 2 is the uncertainty of measurement (expanded uncertainty).
Table1. Validation protocol and validation results for total mercury determination in petroleum GPC samples by CV AFS.
Parameter Methodology 36, 37 Acceptance 
Method Validation
The usual steps for of a new test method include development and publication (optional) and the validation of this method. Table 1 shows the validation results in summary form, and which will be presented below.
Accuracy
NE provides a parameter value to verify method accuracy. The uncertainties of BCR 181 (0.138 μg g -) and the method (0.155 μg g -1 ) were used according equation 1. The obtained value was less than or equal the 1 (≤ 1). In this case, as recommended by the INMETRO (Institute National of Metrology, Quality and Technology, BR) [32] , the results are satisfactory (NE is 0.0071). The low normalized error has indicated excellent agreement between obtained and certified value. The recovery test also fulfilled the acceptance criteria (95 % to 105%).
Precision
The precision, which has been evaluated by RSD (3.16) in a true triplicate test, was satisfactory considering the low concentration of the total mercury in the GPC samples, and fulfilled the acceptance criteria. The precision levels are closed to other published Hg determinations [12] .
Linearity
All correlation coefficients complied with acceptance criteria (at least 0.999). In addition, two possible regression models were evaluated: The Ordinary Least Squares Method (OLSM) and Weighted Least Squares Method (WLSM).
The use of OLSM for a linear regression directly from instrumental response data (in this method the corresponding integrated absorbance) versus the known input value (in this method total Hg concentration, in µg L -1 ) is an approximation and can result in systematic errors [42] . OLSM is a regression model suitable only when the data sets are verified through outliers test, residues normality test, independence of residues and homoscedasticity test [43] .
The use of WLSM takes into account the standard deviation of each level individually. In this case, the lowest standard deviation has greater contribution to obtain the angular and linear coefficients of the linear regression equation. As the linearity obtained by OLSM was identical to linearity obtained by WLSM (0.9998), the complementary tests for OLSM mentioned above were not necessary to be performed.
Limit of Detection (LOD) and Limit of Quantification (LOQ)
The method of crossing the forecast and analytical curves was used here [41] . The prevision limit curves (PLC) and confidence limit curves (CLC) are plotted for graphical verification of the instrumental response dispersion for each analytical curve pattern. These curves contribute, visually, to a greater or lesser reliability of the linear regression along the working range. The PLC are represented by the superior prevision limit (SPL) and inferior prevision limit (IPL) curves. The closer to the analytical curve graphically, the greater the precision of the data obtained experimentally [41] . To obtain SPL and IPL, an OLSM regression between the known input variables on the x-axis (in the case, concentration of the Hg in µg L -1 ), and y-axis were used values calculated according the Equations 2 to 6.
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Where:
Y PI is value of the point in the y-axis in IPL curve y icalc is the instrumental response estimated by the regression equation of the original data by OLSM. t 95%; n-2 is the student t for 95% confidence and n-2 degrees of freedom.
x i is the x-axis individual value.
n is the number of levels of the analytical curve (in this case, 6).
S res is given by equation 3.
S a is given by equation 4.
S b is given by equation 5.
cov (a, b) is the covariance between the angular coefficient a and linear b of the linear regression.
m is the number of calibration standard reading (in this case, 18).
y i is the value of the individual instrumental response.
S a = S res x (4)
Where S xx is given by equation 6.
For purposes of comparison, regression was performed by WLSM too. In this regression type, the individual variances of each level of concentration along the analytical curve were used. The SPL and IPL curves limits were uses for the calculation of the LOD and LOQ (see details in appendix A).
OLSM has been selected for LOD. In the case, there was a greater margin of safety for the developed method, since GPC samples with low concentration may have signals low enough to be confused with variations of background. For LOQ it was also adopted to have the same treatment. Therefore, in this case, the commonly used OLSM has fulfilled Linearity and LOD/LOQ validation parameters.
Sensitivity
Sensitivity has evaluated by the comparison between analytical curves slopes for mercury addition in BCR 181, GPC samples and aqueous standards. No significant differences have been observed, allowing the aqueous standards use without any sensitivity trouble. Selectivity has not been evaluated, because the instrument detector is selective for mercury and in addition, during the development stage of the method, all ideal conditions were found [31] . Therefore, in the absence of variables to change, the robustness has not been evaluated. The uncertainty of measurement has enabled the NE use in accuracy evaluation, the error sources mapping, besides being a validation parameter.
Application Range
Faced the calibration curve data, Hg contents of the samples and LOD / LOQ issues, the working/application range has been defined between 0.0106 to 0.400 µg L -1 . This range easily covers the test method scope [31] . Table 2 shows the final uncertainty calculation for the proposed method. The error sources mapping was started in measurement equation below:
Uncertainty of Measurement
C is the Mercury concentration, in ng g -1 ;
w is the Mercury concentration, in ng L -1 ;
V F2 is the volume of the reading sample;
V pip is the volume of the aliquot of the supernatant;
V F1 is the volume of the digested sample;
m am is the sample mass. Based on measurement equation, the error sources mapping is illustrated in Figure 1 , the Ishikawa Diagram. The main axis in the diagram has all measurement equation variables, besides the measurement repeatability and combined calibration solutions errors. The sum of the standard deviations for each error source was done in agreement with ISO GUM guide [39] . According to the Table 2 data, the uncertainty of linear regression matches to about 50% of the total uncertainty of measurement. This error source is generated for the mathematical model for the calibration data on intensity axis. It does not depend on the linearity, but it depends on the precision on each concentration level. So, this is a random error, which is related to instrumental limitations. The combined calibration solutions error matches to about 42% of the total uncertainty of measurement. As the preparation of these solutions was volumetric, the most effective factor to generate this error source was the repeatability of the used pipettes, which have presented standard deviations of 1.06 (100 µL pipette) and 2.71 µL (1000 µL pipette). Once again, a random error related to instrumental limitations. The expanded uncertainty has been used as the true confidence limit for each measurement of the proposed method, as shown in Table 3 .
Application to Green Petroleum Coke Samples
Ten GPC samples were submitted to the microwave assisted digestion procedure and the concentration of total mercury was measured by CV AFS [31] . The results presented in Table 3 show that the concentration of total mercury in these samples of petroleum GPC is very low and the use of a technique with high sensitivity as CV AFS is suitable. The results also suggest that petroleum GPC can be used as an alternative source of energy, without any significant harm to the environment in which the presence of total mercury can cause concern. 
CONCLUSIONS
In this work, it was proposed to validate the method for the determination of the total concentration of mercury in samples of green petroleum coke. The method validation allowed a better assessment of the analytical performance, besides meeting international protocols for a method establishment. It can be considered a previous stage of a normalized method in the future. The uncertainty of measurement calculation has contributed to a better accuracy evaluation, a secure confidence limit determination, and error sources mapping. The uncertainty of measurement has shown a low systematic error influence too. These facts may have a superior evaluation in the future for example through a proficiency program.
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